CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory ,'{D'U\

I hereby certify that these documents are a true and correct copy of the
periodic maintenance® for the Intoxilyzer 5000 Serial Number

;’H NoAS e maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R9-14-404.A .3,
for a 0.080AC solution are 0.070AC to 0.090AC.

Date: HE‘I/&G/{J‘?{ call D75 AC Cal2 f.075 lAC
Date: ‘r/f 9 /C-,':Tﬂ Calil - A.075 AC Cal2 .07z AC
Date:  N/A  call AC Cal2 AC
Between the dates of ;’5‘/5?0 / o4 and__/ / / ‘?/ 05

the instrument was working properly and accurately.

The instrument was out of service for repair from N / gl

to

bt e
J

Jennifer L. Coombs

ADPS QAS Permit # QAS 29886
SUBSCRIBED AND SWORN to before me this =3 , day of

@cuaaj_—; 20 0s.

Notary Public ,fx LEFICIAL SEAL |
e KATHY A. KINNEY
s> ) NOTARY PUBLIC-ARIZONA
v/ . PIMA COUNTY

; !-"Iy' Comm, Exp. Sept. 4, 2008

*Includes documents specified in A.A.C. R9-14-404.A.6

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.



Pursuant to seclion 281327, Anzona Revized %

Statutes, this decument 15 a certified duplicate of *tr&?(
the information contained in computer slorge

_- devices of the Tucson Police Depariment.
TUCSON POLICE DEPARTMENT
CRIME LABORATORY

INTOXILYZER SERVICE RECORD

. y o
Darge: Lt/ e5 o
‘ Inroxilyzer Senal Number; (Y00 5] @_( #_/c:l) ﬂ

QAS: Offeer Jtrry Dhara ARFE358 76 '
\QAS perrmit # A T788 7 Inif7

|| Problem Descnprion:

_}/fafsch%‘ﬁﬁ dgoes not gufomatically uypdafe .

| If the mnstrument is taken out of service, complete the following:

Date out of service A4

Il Calibration Check completed prior to removal from service: “

O Yes Date: O No

| SQAP completed prior to removal from service:

‘ O Yes Date: 0 No

‘ Date returned to service: A//4 = ‘

Correcuve Action Taken or Repairs: % ‘
Dpen. side pane! and_rotak yrar dial (unrs) 72 S ‘
fi 7 il

———=m e T T T N - e ————————



Pursiwmt (o section 28,1327, Arizona Revised
Slatutes, this document 1s a centified duplicate of
the informatien contained in computer storage
devices of the Tucson Police Department,
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EXHIBIT Q KHF\G

THIS REPORT PRETARED FURSUANT TO DUTY TMPOSED EY ”ﬂ
B.&.C. R9-14-40c (A}

ARTZOMA D

M
I}

ARTMENT OF HEALTH SERVICES

STANDARD QUALITY ASSURANCE npocranﬂv"/ﬂh
INTOXILYZER MODEL 5000~

AGENCY  Tucson Police QA SPECIALIST Jﬂﬂﬂ.li(’._}/ /!r;i{:-mb’g “HlallpO

(Print Mame)

intoxiryzer seriat £ i =(00251( (ﬁf;}\ Location  OAS
DATE Januar #f (g :Z(; Zops”  TIME A5
n A

lay raads

i

BY TQ START" ‘or "™PUSH BUTTON TO START

R

[ I )
[t p
il

DIAGHOSTIC TESTS

v DVM Test check. Setting should be between .200 and ‘
.600. Mode selection switeh 52 on, S$1 and %3 of
keyboard menu selection “H". Reading is ,*L;jr ; L

uff Display Test check. Mode selection switch 51 on and S2
afnd 53 off or keyboard menu selecticn “v*.

V/f Printer Test check. Mode selection switeh S1, §2, 53
off or keyboard menu seleckion "“B”.

H’ﬁ& Clock time check. Mode selection switch 510 on or

keyboard menu selection “E™,

y// Date chack. Mode selsction switch S11 on or kevboard
meny salection “EY.

QPERATTIONAL TESTS

i Alcohol free subject Test result ¢. dao AC
Error recognition legic system Tunctioning
Invalid test printed
7 Proper sample recognition system
Invalid sample printed
Deficient sample printedv”
H/A Completeness cof sample purge wfth collection tube*+
i Calibration standard 0. 2L

Results: 0. (075 AC 47, D'?L(; i
YES JZNG

Instrument aperating properly and a:c;rately

comments: a4 maved clock alend 432 — 1435

/ A e
SIGNATURE F,PLMM 07ﬂ Lo

Q. /A ‘alcohelf poncepfjration standard collected for subseguent
analysis.**

*WITE OR WITEOUT VAFOR RECIRCULATION AND WITH OR WITHOUT KEYBOARD
++THIS STEP IS ONLY REQUIRED IF THIS DEVICE IS BEING USED FOR
SLMPLE CAPTURE.

DHS/DSLSForm C117 (Rev. 7-93)

Pursuant to section 28-1327, Arizona Revised Stanmes, this document is a certified dupiicate of the information contained in computer
storage devices of the Tucson Police Department.
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Pursuant to section 28-1327, Arizona Revised Starutes, this decument is a certified duplicate of the information contained in computer

starage devices of the Tucson Police Department
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Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicats of the information contained in computer
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Agency Tucson PBolice Department Date f/f?/{jﬁr
Intoxilyzer Serial & &FL{}DZﬁ;|{p (#725

QA Specialist

(A

(/)
¢ 57}

SIGNATORE

5440

EXHIBIT P

]
= o
=i
L

REPORT PREPARED PURSUANT TO DUTY IMEOSED B9
R9-14-404 (A)

L

ARIZONA DEPARTMENT OF HEALTH SERVICES
STANDARD QUALITY ARSSURANCE PROCEDURES

INTOXILYZER MODEL 5000+

STANDARD CALIBRATION CHECX PROCEDURE fﬁh

Lacation

§ ]F AT IIIZ;J' CDC:a"‘r’"I I’D_‘:S Hiclla O

(Brint Names)

Pour a standard alcohol ‘solution of known wvalue lnto a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been mads.

Standard value: 0. %D BC
Turn on the simulator and allow
raagbh J4°Ce. 390

Set Intoxilyzer mode selection ia the RACA mods by
switching mode selection switch %9 on or selecting
on kevboard menu.

Attach simulator to the simulator entrance port on the
Intoxilyzer,

Intoxilyvzer 5000 display resads
“PUSH BUTTON".

Push Start Test button or press enter on Keyboarxrd.
Insert card in response to display.

Bir blank completed.

Calibration check completed.

Test results 0.075/C £ 007 AC

the temperature to

"READY TOC START" or

. Bir blank completed.
. When display reads Test Complete remove evidence card

Attach the card to the completed checklist.

. Return mode selection switch £9 to off position after

all calibraticn checks are complete or type Q and enter

s ard
*WITE OR ﬁITHG{g vnﬁél RECIRCULATION AND WITH 0OR WITEOUT EEYBOARD

DHS/DSLS/Form Cl16

(Rev. 7-93)

Pursuant ta section 28-1327, Arizona Revised Statutes, this document Is a certified duplicate of the information contaimed in computer
storage devices of the Tucson Police Department.
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Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer

starage devices of the Tucson Police Depariment,




